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Abstract—A sensitive and highly selective analytical chemical method for measuring the indole alkaloid 
ibogaine in biological samples has been developed. The method utilizes organic extraction, dei ivatization 
with trilluoroacctie anhydride, and detection by combineil gas chromatography-mass spectrometry. 
1 he deuterated analog ol ibogaine, 0-[G/j|-ibogaine, was synthesized and used as an internal standard 
for the method. Standard curves, constructed from variable amounts of ibogaine (50-400 tig) and a 
fixed amount ol internal standard (250 ng) were linear. T he method has an approximate detection limit 
of at least 20tig/ini. of tissue extract (18()ng/g tissue), with a coefficient of variation of 8 to 12.5%. 
Chemical stability studies with the method found that aqueous ibogaine solutions (I 10 mg/mL) could 
be stored at 10'' lor up to 7 months with no more than 10% loss. The method was also used to measure 
brain ibogaine levels in rats 1 and 19 hr after a single dose of drug (40 mg/kg, i.p.); the results suggest 
a rapid disappearance of the drug after i.p. dosing. Lite method will help reveal the pharmacokinetic 
properties of this putative anti-addictive agent in animals and humans. 

Act tco/rfv; ibogaine; di ng abuse; quantitative analysis; analytical chemistry; brain; gas chromatography- 
mass spectrometry 


The indole alkaloid ibogaine (Fig. 1) is currently 
being investigated as a potential anti-addictive 
substance (ll.S. patents 4.499,090 and -1,587,243; II. 
Lotsof). Despite the possibility that this compound 
may be capable of reducing or abolishing the self- 
administration of opiates 11] and cocaine [2|. almost 
no information is available on the absorption, 
distribution, metabolism or excretion of this agent 
(see also Refs. 3 and 4 for a discussion of possible 
mechanisms of action). In fact, it is by no means 
clear that the reported biological actions of ibogaine 
are attributable to the unmetabolized parent 
compound. The lack of availability of a sensitive and 
selective chemical method for measuring ibogaine 
: in biological specimens is one factor responsible for 
c this dearth of information. 

. Dhahir f5j described a quantitative spectro- 
: photometric method for extracting and measuring 
! ibogaine in samples from drug-treated rats, and used 
I- the method to estimate tissue and fluid levels 
of ibogaine after various treatment regimens. 
| Unfortunately, this method depends only on the 
f; absorbance of a single wavelength of UV light, and 
: thus would not be expected to discriminate between 
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Fig. 1. Chemical structures of ibogaine and the deuterated 
internal standard O-jG/jj-ibogaiiic. 


ibogaine and its metabolites, several of which would 
probably contain the indole chromophore. Dhahir 
(5) and others (6] also used thin-layerehromatography 
to study ibogaine metabolism and elimination, 
although this method is tedious and only semi- 
quantitative at best. Cartos and Giarusso 17J used 
GC to identify ibogaine in urine from drug-treated 
animals. However, this method failed to identify 
urinary ibogaine in drug-treated humans, due to a 
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lack of scnsitivitv. Presently. we describe a sensitive 
and highly selective method which utilizes GC MS 
for c|uantifving vcrv small amounts of ibogaine in 
biological samples. We have also used the method 
to conduct preliminary studies of ibogaine levels in 
brain after acute dosing in rats. 


M VI l-.RIAIS AND Ml I HODS 

Synthesis of inleninl standard. A deuterium- 
labeled analog of ibogaine (0-|C</;|-ibogaine. big. 
1) was synthesized from ibogaine in a two-step 
procedure. A solution of I.9 ml. of boron tribromide 
in 20 mL, of anhydrous methylene chloride was added 
dropwise over it period of 15 min to ;i stirred 
suspension of ibogaine hydrochloride (500 mg) in 
100 ml. of methylene chloride kept at room 
temperature under anhydrous conditions. After 
stirring for 8 hr. the reaction mixture was poured 
into a cold solution of saturated sodium bicarbonate, 
and extracted with 2 portions of methylene chloride. 
I he combined extracts were washed with water and 
evaporated to dryness, leaving 265 mg of crude 
desmethylibogaine (noribogainc |K|). Isolation of 
the purified compound by silica gel chromatographs 
(ethyl acetate:hexane. 1:1) welded IbOnig of 
product. Ibogaine was not detectable in the sample 
by NMR or mass spectral analysis. In the second 
step, a solution of 50 mg of noribogainc in 5 ml. of 
tetrahydrofuran was mixed with aqueous potassium 
hydroxide (5 ml.. 1.6(5), followed bv the addition 
of hexadeuterodimcthvlsulfate (05 mg), and the 
mixture was stirred at room temperature for 5 hr. 
The solution was poured into water and extracted 
twice with ethyl acetate. The extracts were washed 
with water and evaporated to dryness, leaving 40 mg 
of crude product. After chromatographic purification 
as above. ()-|C’r/ pl |-ibogaine (15 mg) was obtained. 
Ihe product gave a molecular ion of 51-1.25 
(calculated 514.42) by chemical ionization mass 
spectrometry. NMR analysis of the product showed 
a spectrum identical with that of ibogaine. except 
for the absence of the methoxy (GIRO) group. 

Ibogaine stnndanls, sun k solutions anti I’lasstt are. 
Ibogaine hydrochloride obtained from the Sigma 
Chemical Co. (St. Louis. MO) was indistinguishable 
by TLC from a sample of the salt obtained from 
NIDA (also see |9|). If values were 0.64 for both 
samples on silica gel G (RK6D 1 inear-K plates. 
Whatman, Hillsboro, OR) with chlorofoim: 
methanol (60:55) as the solvent. Stock solutions of 
ibogaine hydrochloride (Sigma) and 0-|C7/,]- 
ibogaine were prepared in degassed methanol 
(1. 12 mg salt/mL. equivalent to 1.0 and 0.2 mg base/ 
ml., respectively) and stored at - 10 in polypropylene 
viols. F.xeept for the doses of ibogaine administered 
to animals (which are specified as amounts of 
hydrochloiide salt), all units of ibogaine are given 
as the free base. Herivatization icactions (described 
below) were perfoimed in 1.0 ml. Reactivials 1 ' 
(Pierce. Rockford, II.) previously silanized with 10% 

* Abbreviations: III HA. hcptalliiorobulyric anlmlrkle: 
tn/e, mass/charge ratio: TLA, liilluoroacetyl: tuul II AA. 
Irilluoroacetic anhvtliiile. 


dimcthyldichlorosihine in toluene (see Pierce Catalog ' 
and Handbook. Rockford. II ). t 

Assay of ibogaim' bv (4 \IS. Ibogaine was 
assayed by organic extraction, dcrivatization with \ 

I FAA*. and detection by (if MS. Aliquots (1 mL) 
of supernatant fractions (torn biological homogenates 
in 0.4 N perchloric acid were pipetted into 1)2 mL 
polyethylene conical tubes (Krackeler Scientific, j 
Albany, NS’). Samples then received 250ng of j 
internal standard, and were made alkaline by the i 
addition of 0.2 ml. of 10N KOII. Laeh tube was j 
mixed bv vortex, received 5 ml. of ri-hexane, 
followed by 15 min of rapid mechanical shaking, and ' 
centrifugation (I2tl(lg for 10 min). The hexane 
(upper) layer was transferred to a tube containing ; 
0.5 mL of 0,01 N MCI. and the extraction and 
centrifugation steps were repeated. The upper . 
organic layer was removed by aspiration and j 
discarded. The lower aqueous fraction was then j 
transferred to a Reacti vial 1 and evaporated to dryness , 
at room temperature by vacuum centrifugation J 
(200 mTorr). Residues were derivatized in 50 //L of j 
I FAA for 30 min at 60". and then cooled for 10 min I 
on ice. IFAA was then evaporated under a gentle J 
nitrogen stream at room temperature. The residues j 
were resuspended in 50/<L of toluene, vortexed and ? 
analyzed by GC MS. All samples were automatically } 
injected (I /iL. Hewlett Packard [HP] model 7673B 
autosampler) into an HP model 5890A gas 1 
chromatograph in splitless mode. Gas chroma- j 
tographv was performed on a DB-5ms capillary $ 
column (50 m. (1.25 mm i.d.. 0.1 /mi film thickness, I 
J&W Scientific. Folsom. C'A) heated from 90 to 250° | 

at 70°/min after a 1.7-min purge delay (210° inlet, | 
275° transfer line). Electron impact mass spectra J 
were obtained with an IIP 5970A mass selective i 
detector (- 70eV) with computerized data analysis. 1 
Ghemical ionization mass spectrometry was not i 
available as an interface to the gas chromatograph. I 
Quantitative analysis was perfoimed In the multiple / 
ion monitoring of in/c 406 ( I FA ibogaine) and in/ j 
e 409 (TEA 0-(CiR|-ibogainc) at 9.9 min. A second 
ion for each derivative was also monitored to confirm j 
identification in all cases (m/e 591 and 594 for TEA 
ibogaine and the internal standard, respectively). ' 
Ibogaine was identified suecessfullv in unknown 
samples when the suspected peak was within 0.05% 
of the expected retention time anil the 591/406 ion i 
ratio was().88 ± 0.06 (mean 4 95 G tolerance limits). ) 
A peak area threshold setting of 10 was used to j 
automatically identify and integrate peaks in the ion 
traces of each sample. i 

Animal experiments. Female Sprague Dawley rats ; 
(250-500g, Charles River. Kingston. NY), were : 
housed individually under normal laboratory eon- i 
ditions with food and water <ul lib. All animal \ 
procedures were approved by the Institutional j 
Animal C are and l 'sc Committee of Albany Medical t 
College. Ibogaine hydrochloride was weighed the 
day of the experiment, and dissolved in distilled , 
water at 10 mg/mL by sonication and gentle heating i 
in warm water. The thug did not dissolve in isotonic 
saline. Animals received ibogaine (40 mg/kg, 4 mL/ 1 
kg. i.p.) with no visible discomfort and were killed (j 
1 or 19 hr later by decapitation. Brains were removed f, 
immediately and homogenized in 5 vol. of ice cold ij 
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0.4 N perchloric acid. ami the homogenate was 
centrifuged (20.0110g for 20 min). Standard curves 
were constructed In the midilion of varying amounts 
of ibogaine (50-400 ng) and internal standard 
(250 ng) to brain homogenates from untreated 
animals. Identical curves were obtained by the 
addition of ibogaine and internal standard to 
perchloric acid solutions containing no tissue. 


When ibogaine was reacted with TFAA as 
described, a single product was consistently detected 
by GC-MS with it retention time of 9.9 min (Fig. 
2A). An analogous product was found after 


derivaiization of ()-|('</,|-ihogaine (Fig. 2!i); the 
retention time of this compound was routinely 
0.05 min earlier than that of the ibogaine derivative. 
However, CiC separation of these compounds was 
not necessary, since they were specifically detected 
by different ion scans. 

I he mass spectra ol the 11A derivatives of 
ibogaine and the internal standard (Fig. 2) support 
the identities of the peaks at 9.9 min. The structures 
and mass spectral assignments are given in Table I. 
The .spectra confirm the molecular weights of TFA 
ibogaine (m/e 406) and TFA O-fO/ij-ibogaine (m/ 
e 409) anti show the expected, similar fragmentation 
patterns witli an oftset of +3 amu (due to the 
trideulerated substituent) for fragments larger than 


Ibogaine-TFA (50ng): mass spectrum (9 98 min ) 
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Fig. 2. Gas chromatography and mass spectra of the 1 FA derivatives of ihogaine (A, top) and 0-|C</,|- 
ihogaitic (li. bottom). Each compomul (5(1 ng) was adilcd to a Ucaclnial®’. directly dcrivatizod with 
TFAA and analyzed by GC-MS as described. The lower hall of each panel shows the total ion 
chromatogram of each compound, which plots the total ion abundance (arbitrary units, 1: - exponential, 
ordinate) vs time alter injection (min, abscissa). The upper half of each panel shows the mass spectrum 

measured at the times indicated 
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lablc I. Proposed mass spectral fragmentation of the IF A derivatives of 
ibogainc and O |CV/,j-ibogaine 
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m/e 204 . In both spectra, the molecular ions were 
the base peaks, anil tints were chosen for quantitative 
analysis (see below). The M + -I5 ions (m/r 791 and 
794 , corresponding to the loss of the terminal methyl 
group) were the second most abundant ions, and 
were chosen as confirming ions in the quantitative 
analysis. The mass spectra also support the presence 
of the I F A group til the nitrogen of the indole 
nucleus of both compounds. The m/c 709 and m/e 
712 fragments correspond to the loss of the TFA 
moiety and were present as approximately KKT of 
the base peak. Other spectral assignments in Table 
I tire based on those of Biemaun ct ul. |I0|. 

Figure 7 shows the detection of ibogainc and its 
internal standard from the analvsis of brain 
homogenates bv the multiple ion monitoring 
technique. As shown, ibogainc was detected 
specifically in the scans of ions 106 and 701 , whereas 
the internal standard was detected with scans of ions 
409 and 794. Brain homogenates from naive subjects 
showed no interfering peaks in any of the ion scans. 

A standard curve for the ibogaine assay is shown 
in Fig. 4. The curve was linear from 50 to 400 ng of 
ibogaine per mL of brain homogenate. At the 
threshold setting used, the 50 ng point routinely 
yielded integrated peak areas of 100,000-200.000 U. 
Under these conditions, a blank brain or plasma 


homogenate containing only 0-[0/j]-ibogaine 
yielded no identifiable ibogaine peak (see also Fig. 
7). Since the smallest peak identified by the 
integration software at these settings yields a peak 
area of about 20,000 U. the 50 ng ibogaine standard 
is detected at 5-10 times this value. Some assays 
included a 20 ng standard, which was near the lower 
limit of detection for the method. Repeated 
determinations of the ratio (406/409) for ibogaine 
standards yielded coefficients of variation (i.e. 
standard deviation/mean) of 12.5. 10.4. and 8.79b 
for the 100, 200, and 400 ne standards, respectively 
(N = 9-10). 

A number of experiments wete performed to 
investigate the chemical stability of ibogaine. 
Ibogaine hydrochloride readily dissolved in deionized 
water or methanol at 1 mg ml ; these solutions 
showed no more than a 10'T loss upon storage at 
IIF for tip to 7 months. Thus, lor routine assay, it 
is recommended that ibogaine standaids be prepared 
daily from an aliquot of stock solution (I nig/mL) 
in methanol. Stock solutions can be stored at -10° 
for up to 6 months and thawed at 10' for dilution. 
When 1(1 mg of the ibogaine salt w as added to 1 mL. 
of deionized water, it did not dissolve completely. 
After intermittent sonicatiou and vortex mixing of 
this suspension over an IS-min period, the particulate 
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1'ig. 3. 1 )elermination ol ibogaine and its interna) standard by nuiihple ion monitoring. Brain 
homogenates from untreated rats were prepared as described and received either: (A) nothing (top), 
(B) (he internal standard ()-[C (/*]-ibogaine (25(1 ng. middle) or (( ) internal standard along with ibogaine 
(250 and 100 ng. respectively, bottom). Homogenates were assayed as described and analyzed by 
multiple ion monitoring. Amounts injected into the tit' MS are I 50 ol the amounts dcrivali/cd, since 
1 til. volumes were injected from a total of 5(1 ill.. I lie abundance (oidinatc, arbitrary units) of the 
loot ions scanned arc plotted vs the time after sample injection into the (it' MS (abscissa, min) 


was allowed to settle, and the aqueous fraction was 
analyzed in (it MS Results showed that the 
dissolved fraction contained MS -1 (MH z of the ibogaine 
prepared, justifying the use of this solution. Storage 


ol this solution (It) mg/inl ) at HI" for up to 7 months 
also resulted in a loss ol no more than ld'h. No 
stability studies ol ibogaine in brain homogenates 
have been performed; thus, samples were stored at 
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ng Ibogaine 

Pig. 4. Standard curve for the determination of ibogaine. 
Ibogaine standards (ng, abscissa) were mixed with 250 tig 
of internal standard and added to supernatant fractions 
(I ml.) from homogenates of drug-free rat brain, and 
assayed as described Ions 406 (11 A ibogaine) and 406 
( 11 A 0-|C7/,|-ibogaine) were quantified by multiple ion 
monitoring, and the ratio (406/406) is plotted for each 
sample (ordinate). Shown are means ± SKM for triplicate 
determinations. 


-10° and always assayed within 5 days. Aqueous 
solutions of more than lOmg/mL could not be 
reliably prepared, even with sonication and heating. 

The thermal stability of aqueous ibogaine solutions 
(lOmg/ml.) was investigated bv assaying ibogaine 
levels after exposure to boiling water for up to 1 hr. 
A time dependent loss of up to 25 r r of the compound 
was observed (not shown). 

The method was successfully applied to measure 
ibogaine in brain homogenates from drug-treated 
rats I and 19 hr after (losing. One hour alter 
treatment, brain levels of drug were 3.26 ± 0.62 ng,/ 
g (mean ± SUM, N = 6). Levels were much lower 
19 hr after administration. The compound was 
detected in only 9 out of 13 brain homogenates, with 
a mean of 0.19 ± 0.05 ftg/g (N = 9). 

DISCUSSION 

The present method appears to reproducible 
extract, derivatize and detect ibogaine in biological 
samples. The hexane extraction step front alkaline 
pi I (first implemented by Dliahit |5|) offers maximum 
purification of ibogaine from more polat basic 
substances. Derivatization of ibogaine is clearly 
needed for analytical gas chromatography, since 
underivatized ibogaine gave an unacceptably broad 
peak shape and poor sensitivity (our unpublished 
results, similar to other findings |7|). The results 
also found that TFAA functions as an acceptable 
derivatizing agent. Thus, under the described 
conditions (00". 30 min), ibogaine and the internal 
standard reacted with TFAA alone to yield single 
products. These derivatization conditions were also 
the mildest ones found to produce optimal yield of 
product. Perfluorinatcd anhydrides have been used 
previously as derivatizing agents for measuring other 
indoles, notably serotonin 11 11 In addition, the mass 


spectra of the I FA derivativ es of ibogaine and 
deutcrated ibogaine verify the proposed structures 
of the derivatives. The results support and extend 
the studies of Biemann ct nl |1()|. which described 
the mass spectral properties of ibogaine and several 
derivatives. 

The successful derivatization of ibogaine reported 
presently was developed after an extensive inves¬ 
tigation of numerous derivatizing reagents, deri¬ 
vatizing conditions, and detection parameters 
(unpublished results). For example, heptalluoro- 
hulyryl imidazole, a reagent reported to derivatize 
a variety of indoles, gave inconsistent results. Use 
of the derivatizing agent IIFHA poulticed up to four 
different ibogaine derivatives, depending on the 
derivatization and C5C-MS conditions, but no 
conditions vvere found that resulted in only a single 
ibogaine product. Although TFAA performed 
adequately when used by itself (see above), the 
addition of catalysts such as pyridine also resulted 
in multiple ibogaine adducts with either IIFBA or 
TFAA as the derivatizing agent. With TFAA, results 
also varied considerably when derivatization time 
and temperature were varied from the optimal 
conditions (60°. 30 min). (1C conditions (i.e. 

temperatures of inlets, oven, and transfer line) have 
also been optimized. For example, reduction qf the 
inlet temperature bv as little as 20' caused a dramatic 
drop in derivative peak area. Similarly, the use of 
toluene as the injection solvent produced results 
superior to those found with several other solvents. 
Samples should be analyzed by (It'-MS as soon as 
possible after preparation of the TFA derivatives, 
since peak sizes of the products markedly decreased 
within 24 hr of derivatization. 

The present method alsooffets reliable quantitative 
results. The deuterated derivative 0-|C</,]-ibogaine 
functions as an ideal internal standard, since it 
formed an analogous TFA derivative to that of 
ibogaine. In addition, the gas chromatographic and 
mass spectral properties of the derivative closely 
resemble those of TFA ibogaine. The linearity of 
the ibogaine standard curve (Fig. 4) further sup¬ 
ports this conclusion. Standard curves constructed 
presently are appropriate for measuring a wide range 
of tissue levels of ibogaine. For other applications, 
it is possible to construct standard curves with smaller 
amounts of ibogaine and internal standard (e.g. 10- 
100 ng, with 50 ng of internal standard). Such a 
standard curve might improve the precision with 
which smaller amounts of drug could be measured. 
Preliminary results also suggest that the present 
method yields quantitative analyses of ibogaine in 
plasma and in other tissues besides brain, such as 
liver, kidnev and fat. 

Because quantitative (1C -MS methods depend on 
the detection of specific combinations of ion 
fragments in defined proportions at exact gas 
chromatographic retention times, these methods are 
extraordinarily selective foi the substances being 
measured. Thus, it is unlikely that ibogaine 
metabolites could be mistakenly detected as 
ibogaine in the present method. In contrast, 
spectrophotometric methods [5| may not have 
distinguished ibogaine from its unknown metabolites. 
Pieliminarv ibogaine levels in btain lepoited here 




An.livin',il mcaxiu cimiil ol ihogaine in tissues 


may he consistent with this difference. Elms, fat 
bruin levels of ihogaine 1 hr alter administration of 
40 n»g/kg (.i.do ttg e) were approximately 17‘< of 
those found In Dhahir in rat brain j5| 1 hr tiller a 
slight!) target dose piling kg). 

Previous work has established that a single dose 
of ihogaine induces profound behavioral changes in 
rats for at least 10 hr after administration [12]. The 
present results show that ihogaine levels in brain are 
very low after this treatment interval, and suggest 
that either: (1) ihogaine is active at very low 
concentrations j4]. (2) an active metabolite of 
ihogaine may be responsible for its prolonged 
duration of action, or (.V) the initial exposure to 
ihogaine leads to irreversible behavioral changes. 
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